MISSOURI DEPARTMENT OF HEALTH
4 STATE PUBLIC HEALTH LABORATORY.

DATAMASTER MAINTENANCE REPORT

Complete this report in duplicate at the time of the reguiar monthly preventive maintenance check, and whenever instrument

is repaired. Send copy to Department of Heailh; retain original in department file.
DATAMASTER SN DATE OF INSPECTION
| 201297 S 6 X-Hs)3
- 1 LOCATION OF INSThu:»:NT {(STREET AND CITY) ’ TiM:.\,' NSPECTION
211 WEST BROADWAY WEBB CITY, MISSOURI 64870 AL 0b

CHECKLIST: Place a check {(v) lo the left of each item if found lo be satisfactory or if operating within established limits. {(Write
in observed values where determined.) Unchecked items must be corrected before using instrument.

({) DIAGNOSTIC CHECK (PRINTOUT ATTAGHED)
H compuTER | [ perecTor
[B.proGRAM (X FiLTERS
K] Heaters sampLe chamveer -1 Q¢ [X QUARTZ STANDARD

E‘i] FLOW DETECTOR [X cALIBRATION

&) PUMP HIGH SPEED - & painTER

M INDICATOR LIGHTS  pf{

[Ej TIME AND DATE  af{

[7] SIMULATOR TEMPERATURE (34°C £02°C) 3¢, 0 ©

4 CALIBRATION GHECK - |
Run three tests using a standard solution. All three lests must be within + 5% of the standard value and musl have a

RECIRCULATION PUMP}
{7 0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE

(0 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE )
(ONLY ONE STANDARD IS TC BE USED PER MAINTENANCE REPORT) { 0.10 Ethanol in vapor concentration )

spread of .005 or less. Check the box corresponding to the standard solution being used. (PRINTOUT ATTACHED) {USE ‘

TEST3 & ’}Of

TEST1 & . }[}O TEST?2 & '{éa‘_

Eﬂ‘ PERFORM R.F.I. TEST {PRINTOUT ATTACHED}

@ NUMBER OF REFUSALS, SINCE LAST MAINTENANGE REPORT, AND NUMBER OF BREATH TESTS IN EACH RANGE AS
FOLLOWS: {DO NOT INCLUDE SIMULATOR TESTS)

REFUSALS | |(0-.o4) 8] l(.os-.og) 0 (10-14) '(.15-,.19) 'g {Over 19) O

List any new parls and describe any afteration or modification that was made lo restore the instrument to operate salisfaclorily
and within established limits (use other side if necessary) '

Toast Hipaster 15 nthis D0} Bod Sewron Seoa'cal 8 rornd Tiakds)

MANUFACTURER: (50
PECTING OFFICER ' :

LOT/BATCH#: |2 Jnp DATE EXPIRED:67-/% -2019

Regepy 5. Pochlhoren

SRR s

TYPE TPERIHT N@in/exprﬁ.ﬂlou DATE 7 .
PR NG DALY

P

(417) 673-1914

I TELEPHONE NUMBER 7




®
A@- GUTH LABORATORIES, INC.

550 NORTH 67th STREET @ HARRISBURG, PA 17111- 4511 © TELEFHONE: HT-554-5170

CERTIFICATE OF ANALYSIS

Certified Alcohol Refcrence Solution fdr Simulaiot

Random Samp!eé of Lot Number 12100 of
Alcoho! Reference Solution for Simulator were anal'yzed by
gas clli'oénatography on July 20, 2012, using a Peskin Elmer Gas Chromatograph
Autosystem XL S/N: 610N9030209, and found lo contain  0.1217% (wivol)
ethyl alcohol. The expiration datc for this lot

numbeyr is July 18,2014 at 1159 PM.

When used in a calibrated Simulator, operaling al
34°C  +{- ,2°C, this solution will give a breaih alcohol

analysis instrument reading of 8.160 gl210L + 3%,

The alcohol and waler used in lhis solution were

frece of test intetfering substances.

T
ﬁxﬁ%,%/ e
Ted L. Pauley, Presidé;;t
GUTH LABORATORIES, INC.

NIST Traceability: )
Testing was conducted nsing Cerilliant Reference Standard fol nuuber FN122211-02 whose
values are traceahle to NIST.

eney using NIST traceahle weights.

All balances are calihrated anmually by an oniside ag

Calibration verification is done prior i cach uve utilizing MIST teaceable weights.
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State of Missouri
DEPARTMENTY OF HEALTH

6 A M0 T
TYPE Il

GREGORY S PACHLHOFER

Is hereby authorized to instruct and supervise operators, frain instructors, inspect,
calibrate, perform field repairs, and operate the following breath analyzer(s):

DATAMASTER

for the determination of the alcoholic content of blood from a sample of expired (alveolar)
air. Issued under the provisions of sectlons 577.020 through 577.041, RSMo 1836.

T __,)
09/17/2012 - [Am u/gc:;a_.

Director of Stale Public Health Laboratory

&:ﬁrgv-?/ ’7:’ é/gh-ucfég

Director, Deparimant of Health
Lab, 4 {R7-58)

Number 220290
expires 09/17/2014

MO §80-0771 (7-88)




